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GALVANIC, FARADIC AND SINUSOIDAL ELECTRODES 


The physician entering the field of cleetro-therapeuties finds the selection of suitable 
eleetrodes a rather perplexing problem, especially as some writers recommend the use 
for some favorite metal in almost every conceivable applieation. Neiswanger is partial 
to copper, Massey holds fast to zinc, and Martin is a strong advocate of platinum, 
The matter really resolves itself to the question, *‘ Shall the particulnur electrode be solu- 
ble or insoluble’*; in other words, shall it be immune or subject. to the electrolytic decom- 
position which takes place at the positive pole. 


THE SELECTION OF ELECTRODES 


THE POSITIVE POLE of the palvanic eurrent liberates nnd attracts the atoms of 
oxygen and chlorine found in the fluids of the bodw whieh attack the metal composing 
the electrode; and if it be one of the baser metals, such as copper, zine, or iron, a salt 
is readily formed; this constituting the oxychloride of the respeetive metal, 


THE NEGATIVE POLE gives rise to no such decomposition os takes place at the 
positive and therefore the metal used is not an important factor; although niekel-plated 7 
instruments are usually utilized for special applications with this pole, because they do | 
not tarnish or rust. 


THE FARADIC CURRENT has no chemical properties and the metal utilized is not 
an essential item, although nickel-plating is preferred, ; 


THE SINUSOIDAL CURRENT lays no claim to any special polur effects and accom- 
modates itself to the form of electrode most readily available. 


COPPER, ZINC AND TRON are used largely for their antiseptic and astringent 


properties and the former is in popular favor at the present day, A copper electrode is , 
valuable for metallie eleetrolysis at the positive pole and is useful on the negative pole 
or with the faradie current, ' 


NICKEL PLATED ELECTRODES are designed especially for use with the faradic | 
current or the negative pole in galvanism, and should on neo aceount be employed on the 
positive pole, as the plating would be stripped; this also applies to gold-plated needles, 
for, it will be reeolleeted, gold is subjeet to the influenee of chlorine. 


BLOCK-TIN, PLATINUM ANT) CARBON aré capable of withstanding the action 
of the positive pole, being unaffected by either chlorine or oxygen: and therefore may 
be utilized where the effects of this pole are desired in cases where the application of 
metalli¢ salts is not indicated. Platinum is very costly and carbon is brittle and hard 
to work, but block-tin is more practical, as the cost is not prohibitive and it is easy of | 
adaptation, 


VAGINAL AND INTRA-UTERINE ELECTRODES are always best of copper, ex- 
cept for faradization or dilating, when nickel-plating is preferable, 

RECTAL ELECTRODES are usually more desirable in copper, as the treatment of 
hemorrhoids demands this particular metallie salt. 

ABDOMINAL ELECTRODES are preferably eomposed of a block-tin plate with 
a suitable covering, 

URETHRAL ELECTRODES, if required solely for the treatment of stricture, should 


be nickel-plated, but for the treatment of gleet and kindred ailments copper is indi- 
eated, 


BYE, EAR, NOSE AND THROAT ELECTRODES are largely called for in copper, 
but in eases where the faradic or sinusoidal currents are to be employed, nickel-plating 
is more desirable, 


EPILATING ELECTRODES OR NEEDLES are usually of steel, as the nega- 
tive pole is most commonly employed for this purpose. 


a 


AS A SUMMARY it might be said that copper is a very serviceable, all-round 
metal, and can oecasionally be replaced by zine or iron; but nickel-plated instruments are 
in a class of their own, and are unexcelled for certain special applications, 


NOTE—AI prices in this Bulletin are net 30 days, delivery F. O. B. Chieago, excepting 
that n discount of 5% will be allowed where cush accompanies the order, 
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ADJUSTABLE CORD TIPS AND UNIVERSAL CONNECTORS 






——— 





Serre om Pw ea bee 





Fig. £215 Fig. 6506 


The above connectors form on handy means of making various connections between McIntosh ap- 
paratus or electrodes and other makes of apparatus or electrodes. The Melntosh adjustable cord tip 


has been adopted os standard by most manufacturers as it was the first in the field, althongh some 
mikers of apparatus still use a different size of tin, 


_ The Nos, 6504 and 6505 are very convenient for improvising electrodios of lock-tin, alloy or 
other shewt metal. 


Code Word 


Fig, 6500, Adjustable Cord Tips, per pair... 2.2.0... cee ee eee ieee paceeeess MeO. - ete 
Pig. 6501, Melntosh Universal Cord Tip Connector, samt ee A. ope F853 40 Earth 
Fig. 6502. Double Connector for wires and cord, each. ......0........45 coseeors, 40 Bhb 
Fig. 6503, Universal Electrode Connector ta connect cord tips, ench..... cus 40 Kern 
Mig, 6404, Dr, Herdman's Connector for attaching conducting cord to sheet mein: 

CAG Sates sain eaaa 4 SATA Are rsa ee hots ym a esasee £0 Edwin 
Fig. 6505. Dr. Herdman’s Connector for connoening ra pondiceting cords or nt- 

tuching to sheet metal, each,..,........ sip ate d-higiaseisstaiy nisiarals FikwikTuiteldl sl Ala las "40 Effect 
Fig. 65006, Handy Connector for connecting sdtustalls cord tips with the elamp 

form of binding posts, each....... Me ea th cea e sa econ le auainvalelel sie Iel ian earertsD 40 Edison 


Fig. 6507. Connector for attaching two conducting cords ta one binding post, each 75 EHvalve 
Fig. 6510, Adapter to fit MeIntosh High Frequency Handle with ™% inch shank 

to attach any McIntosh Electrode hoving « serew terminal with 9-36 thread, 

such aa the No. 6050, No. 6068, No. 6007, No, 6126, ete., permitting these 


tlectrodes ta be waed for high frequency application , pm Seer ce here Faterolurelels)ucaveCe)s 60 Elude 
Pig. 6511 Adapter to fit high freqneney handles of other makes having a %& inch 

shank, to be used same us whove... 2.2.2.0. 54.065 ee eR SE eh Cine ae ic. -60 Ennct 
Fig. 8215. Morse Spring Clip Connector to connect cord tips to any size of sheet ; 

metal, mesh gauze, etc.......... eine ee eee bras bielevele |e alt i-Acicsie'ste dae alt Zhareteth a> ae: VERO 
Fig, 10050. Block-tin ered No. 22 gauge for DER ERAS surface electrodes, per 

POU were yr reer eens arene es Sc ane Pet ere ce aie analacataia 76 Able 


(This material comes in rolls 12 inches wide and one “pound mensures 12 inches 
wide by #3 inehea lang,) 


Fig, 10048. Conducting cards cotton covered, with Melintosh adjustable cord tips, 


O Feet [One, Per Pelt... vv cw eee enewes bane vulelere ho eats piplajeratetatanetten »ee. 1,00 Alloy 
Fig, 10049, Conducting eae cotton covered, addition per pair for every two feet 

added 2. @ Pret bit ias it kt ee ee | Ss © eee Bee ee Pe PP te 2 oo ow 20 
Fig. 10050, Suaitae ting cord, cotton covered, per yard... ,. 5.2. waa eee awean weee. elt Amber 
Fig. 10080. Maroon ond Blue, 6 ft, Silkk Covered Conducting ords, extra heavy 

insulation, per pair. Set 8 eee e ewe Pe ee ee ee oe ee ae a a a ae) = 22 1.60 Albin 
Fig. 10081. Heavy Silk Covered Bifurcated Conducting cord 6 ft. long, a erent 

convenience to connect one cord with two electrodes, price, ..... seiesisteece) ASO0 -aere 


Fig. 10082, Extra Heavy Silk Covered Conducting Cord, ifaraan or Rive. por yard .25 Alden 


= 


= a. “ ia, - ——— 
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“KANTBERN” 


(Trademark Hee. U. S. Pat, Off.) 


ASBESTOS PAD ELECTRODES 





Composed of asbestos filling covered with strong cotton mesh with flexible metal 
conductors with high grade sheet rubber backs, Asbestos is the best substitute for clay, 
eliminating the aunoyance or inconvenience of that substance, Absorbs and retains 
moisture better than any other material and is the least irritating. 


Code Wari 
Fig. 6210, Abdominal or General Purpose Pad. Size, Sx 10 inches, 
Price ...s- a. Be ee go eee eee ee & 4.50 Evrn 


An excellent means of applying abdominal massage with 
the slow sinusaidal or surging sinusoidal current to the abdomen; 
using No, 6211 Lumbar Pad placed crosswise under the lumbar 
region. A small bag of sand or shot may be used to weight the 
abdominal pad in position. 


Fig. 6211. Lumbar Pad. Size, 4x10 mehes, Price.........cc.ceu. 3.50 Eugenie 
Employed by Dr. Treland for treatment of lumbago with 
negative galvanism and salicylate of soda eataphorically with 
patient lying prone upon the positive abdominal pad, 


Fig. 6212, Perineal Pad. Size, 2x8 inches. Pric@...+ceeceeees ees 2.00 Event. 
Designed for treatment of pruritis with negative iodine 


eataphoresis (galvanism) with No. 6212 (positive) to abdomen, 


Affected parts must be thoronghly ecleanseil before treatment to 
avoid undue irritation, 


Fig. 6213. Asbestos-Covered Dises, 54% inches in diameter, eneased 
in muslin; designed to take the place of the ordinary felt dises 
supplied with most apparatus. <Attachable to MeIntosh No, 1 
Universal Wooden Handles, Priee, per pair, without handles.... 1.50 Estate 


Fig. 6217. Price, including No. 1 Wooden Handles,......-.. Salarceree 2.29 Error 


Fig. 6214. Asbestos-Covered Oval Pad, 3x3 inches, with heavy sheet 
rubber cover with strap to attach to hand for manual massage 
of the abdomen or other parts. Price..........0- pa gees eb wa era eiese 1.50 Escape 


Fig. 6215. Complete Set Kanthern Asbestos Pad Electrodes......... » 13.00 Elector 


_ =: 
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PAD ELECTRODES 


GOG6 


6230, Kanthern Asbestos Pad Electrode, same style as deseribed 
Olt Pee By Sie So FCG acetate owe on nia olen scwyoie alias we ue ielere wire 66% 
6231. Kantbern Asbestos Pad Electrode, size 4x5 inches...... 
6232, Kantbern Asbestos Pad Electrode, size 4x6 inches...... 
6233. Kantbern Asbestos Pad Electrode, size 5x7 inches...... 
6234, Kantbern Asbestos Pod Electrode, size Ox S8 inehes.,.... 
6235. Kanthbern Asbestos Pad Electrode, size 7x inches...... 
6006, Dr. P. S. Hayes’ Spongio-Piline Abdominal Electrode, 
Bi mCwSS TEE CHEAT OM ET esta tacece «ore: so prmiecsoia woa-wialle win lavecale'y acauatalavebielaidghei's 
GOS0, Wrist or Amt Electrode ose ete. ciieewws cae sehen root ESE TAP Aa 
6130, Neck Electrode.........0... E25 om al atlanta hme a) ON a die lata atelteshl a ere 
S340, Dr, Mel R. Wageoner’s Bi-aural Eleetrodo................ 


An admirable form of self-retaining electrode for bi-aural 
treatment with galvanic, sinusoidal or the high frequeney ¢ur- 
rent, especially used by Dr, Waggoner in the treatment of e¢a- 
tarrhal deafness with Diathermy. Note the serew terminals of 
eleetrode to which pledgets of cotton are attached for each patient 
instead of the insanitary sponge tips. Also note the substantial 
screw clamp holding the members of the electrode firmly in posi- 
tion so that it does not slip out of the external meatus. 
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Code Word 


$1.25 Ksteem 
L765 8=6 Ellis 
2.50 Emden 
3.00 TNddy 
3.00 Emmet 
4.00 [clips 


2.00 Kxile 
1.00 _ Etna 


1.00 Envoy 
3.75 Hull 
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HANDLES AND SURFACE ELECTRODES 


Me INT OSH ELECT. CORP. 
=—fhictAcG 


i, 
ae “a ie = 


Mildaks iNYOSH ‘ELECT, CORR, CHI,’ 





Ne 60a2- 





6087 6003 
Code Word 
Fig. 6001, Universal Handles with Epongio-covered disea, per poir..... oo. ee ee wc $1.50 Liffnse 
Fig. 6201, Universal Handles SUNT ESTs PHT EMRE Ss era! di bse epee © hee)», pouia: ocean eguncecarbcd steve eke 76 EKemont 
Fig. 6301. Spongio Dises, per paire... 22... cece cnc cc ce ccevnce, veseeeese al O Beypt 
Fig. 6401. Universal Mandle with set screw, per pairs... rrevecececemesc as L,00) Epautet 
Fig. GOST. Universal Handle, with AITLERPUPLEY, -OGEH x cicceceivia bie ee 8 cee ad coves LSS: Edify 


May be used to Interrupt galvanic current for nerve or muscle testine: or 
to interrupt the rapid sinusoidal current fer eliciting spinal reflexes. 


Fig. 6540, Metal Handles, niekol-plated, DIO T AED, « joa» 018 --=-a'a osc! alaredis reteuecaaes. 100 Eiffietent 
Fig. GORO, Electro-Diagnestic Set ¢ onsisting of No, 60581 Handle w ith a dises. for 

testing In cases of nerve injury SRS ER Te Fee 6 eee ee Ae oo ee ble © ee ee ele lelete es 5.00 End 
Fig. 6081. Large Interrupting Handle 6 inches long. May ‘be used either for in- 

terrupted eéurrent or continuous Current mpeisiebaes to which gsecket the eord 

orrul : : 

tip is placed dm, price... ...0.c ana cs s0% rraleahs céihlble et esis siete a bide “SO © laee 
Fiz. 6082. Plain Handle, same style as No, 6051, w ithout eure tae’ prica,...... 200 Eliot 
Fig. 6003. Spoengio-covered Klee trode, insulated with soft rubber for genern| 4p 

plication) with the hand, ...0 oc .. cen sce ee ewe et en fice FO a eee ow LBS Endure 
Fig. 6052, Metallic Foot Plate, 9 ine hes BHT Gs 6s is sisi 4ies 1 edb bh salveieekaucae. 00 Bilbow 
Fig, 6059. MelLewn Universal Electrode, 94) x5 inches (flexible metul, to be eovered 

with moist cotton or lint in use@)........0....006.... pete Near Stn! bY aoprith Giers miei riearL 1.25 Explicit 


NOTE! Many MelIntosh e¢lectrodex are furnished with na cord lip socket which will receive the 
McIntosh adjustable cord tip, However, a number of electrodes mre provided with a screw termina] 
to permit the electrode to be used with an inaulated handle. such electrodes can be serewed ta the 
6201 Universal Wooden Handle or to the No. GoO8? Universn) Handle: or can be attached to No, 65038 
Connector. 
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ELECTRODES FOR SPONDYLOTHERAPY 





Fig. G156 Fig. 6158 


Code Word 


Pig. 6156. Spondylectrode ....... Se He CeO, Grr te reerecee pia Exhort 

Used in eleiting the various reflexes of the spine according 
to the method deseribed in ‘*Spondylotherapy.’’ The distance 
between the two electrode dises is just sufficient te span the 
spinous processes, covering the foruminae on each side 

When the littl lever marked ‘‘A’’ conneets the two metal 
Plates together, and the conducting cord is attached to socket 
marked ‘*B,** the eleetrode is monopolar; while an indifferent pad 
must be applied elsewhere, 

When the lever marked ‘'A’’ is open, with one eord at **B" 
and one in soeket **C,"" the electrode is bipolar. ‘The current ean 
be interrupted by means of the interrupter on handle, or ean 
be made continuous by sliding the ring ‘*D’*? down over the in- 
terrupter to hold it stationary. 

Two small dises are provided for diagnostic effects and two 
larger dises for treatment. The user of a sinusoidal apparatus, 
whatever make, will find this an invaluahle device for applying 
the eurrent to the spine. 


4 


Fig. 6155, Dr. Roemer’s Self-Retaining Spinal Mleetrode............ 7.50 Exess 
In the application of the sinusoidal current according to 
Spondylotherapy, a self-retaining electrode will be found of great 
convenience, avoiding the tedium of having to hold the eleetrode 
in place. This electrode was designed by Dr. J. F. Roemer of 
Waukegan, Ill., and consists of a substantial fibre band, fitted 
with two metal plates, perforated with numerous holes to admit 
the stems of sponge dise electrodes and a neat handle and web- 
bing band to fasten about the body. By fitting the dises to the 
holes nearest the eenter the electrodes are brought close together 
as for cervical application; while by moving them farther apart 
the spacing can be adjusted to suit the dorsal or lumbar vertebrae. 
This electrode is ideal for application beneath the inferior angles 
of the seapulue for inducing contraction of the abdominal museles 
as in splanchnoptosis, gastroptosis, enteroptosis, ete., according to 
Kelloge’s method. An interrupter is provided on the handle 
whereby the current enn be broken at will, especially for the ap- 
plication of an intermittent rapid sinusoidal current. This elee- 
trode will be found of great convenience to all who own a sinu- 
soidal apparatus and will save many minutes of valuable time, 
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ELECTRODES FOR MUSCULAR FARADIZATION, ETC, 








6102 6026 6017 . 6055 6089 


Fig. 6102. Erb’s Electrode. To be used with the faradie or rapid Code Word 

sinusoidal current, te small miiscles as to the eye, and for test- 

ing for reaction of degeneration, et@.i......2.0 cece ces ee caasses BOD = =©Elegant 
Vig, 6026, Duchenne’s Metallic Points, affording a highly concen- 

trated form of eleetrode contact for muscular faradization,,,...., 1.25 Elixir 
Pig. 6017. Metallic Brush Electrode. For faradic application to the 

skin surface to increase ¢cireulation and to EAORIACG sedation in 

painful musele mreas.....-...+.+-.+. efete Harcncr ns aieieaisrrc4 ele ceeyeeeee nO) «Radar 
Mie. GhSS; Bah FU SObROk, CRC boo saveicdeiscace 0 (olece penne cds s s1ece lee lavoro ie « .-e «td Entopie 
Pig. 6035. Dise Electrodes. To be cavered with reLieze oF gold beater 

skin and moistened. To be used with the furadic, rapid sinusoidal, 

or interrupted galvanic current, for testing for reaction of degen: 

eration, for the trentment of stonie imuseles, and for peripheral 


nerve stimulation, set of three........csec0eceaces EOS ». 1.00 Enthrone 
Fig. GO33A. Large Dise Electrode. . 2.2... ete eee a bitig ners . z2wO East 
Fig, 6032B. Medium Dise Electrode................. ed Re 
Fig. §048C, Small Dise Electrode... .. 260s. eee ee eens eeseseennes 60 Ndge 
Fig. 6055, Esophageal Eleetrode, complete... .. Be asa ee wee 20006 6 xelaim 


This electrode has a spiral inside, is very flexible and is 
insulated with soft rubber, It is 24 inches in length, and is 
furnished with four metal olives, Sizes MM, ia, ive and M4 Inch in 
diameter, which screw firmly on the distal end. 

Fig. GOS9, Stomach Electrode ........ Para lal aralaleiziaciavgte rales wl al ios /elevala tute . 3850 Emotion 
For the application of Gaivanism or Faradism within the Stomach or Rectum 
. This ix a very flexible elertrode. insulated with very smooth colon tube, the olive 
point being of hard rubber with perforatians, so that the current only comes 

in contact with the mucous surface through an equeous medium previously injected. 

NOTE! Any of the above electrodes with svrew terminal, such og No, 6102, No. 6017, No, 6042 


etc., may be attached to a high frequency handle for high frequency treatment, by using Adapter 
No, 6510 or No, 6511, 


McIntosh Electrical Corporation 


9 


GALVANIC, FARADIC AND SINUSOIDAL ELECTRODES 


Fig. 


Fig. 6048, Double Ear Electrode, Insulated. with Sponge Tips. To he used with 
positive galvanic current for congestion aXe pain. or with rapid or surging — 
sinusoidal for deafnoss.......... STILE scPig W1d ech Wels eee beta ees Breecees + . 2.00 

Fig. 6057. Small Eye Electrode, Copper. For the treatment of ceeahaiaa with dia 
positive galvanic current producing cupric cataphorosis,,...... ot Eee 1,00 

Fig. 6034. Kye Cup Electrode, To be filled with cotton and miwdie wted solutions 
as conductors =o ee soe galvanic current, for the treatment of conges- 
tion, @tt. 60+. ROT Raa FOR Ls Ee ie avis (el acktece tapes tata yar Lancia 

Fig. 6014. Copper To oOngiue Plate, tusnistea: For the treatment ‘of te dovant uleers 
und skin erosions by the application. of oe positive galvanic current, producing 
cuprie cataphoresis (See Neliswanger ‘Electro Therapeutical Practiee,"’ 
SUN as ete A RR ree ct cea: cde ok ata eb wea oath wee uke! Bee ards Se. Pee a ED 

Fig. 6064, Dr, Sharp's Single Copper Nasal Klectrode, For the treatment of 
¢catarrh with the positive pole of the galvanic current,.........,. A i 9.95 

Fig. 6065, Dr, ip ay Double teat 0 Nasal Electrode......,.,. Steet tn Re . 4.50 

Fig. 6013. Tonsil Electrode, nickel-pinted.......,...5..6..6. ss papal sca elite arbi gare 

Fig. 6025, Laryngeal Electrode, nickel plated, Set. oo oc aa ont eee bene eyeis ate. eR 

Fig. GO268. Laryngeal Electrode, with sponge lip. ............ s/pin Pacoat ec nruienre _ ee 1508 








ELECTRODES FOR EYE, EAR, NOSE AND THROAT 


6074 





6048 


6074. Double Eve Sponge Electrode with Handle. For the application of 
the faradic or rapid sinusoidal current; for the treatment of atony of the 
muscles, or for treatment with positive galvanic eurront for eongestion,..... $2.60 





Code Word 


Kaesence 


Kirgo 


Eaquite 


Elgin 


lope 


Extract 
Exude 
Evade 
Everett 
Entropy 
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VAGINAL ELECTRODES 





6068 6160 

Fig, GOO, Vaginal Klectrode, nickel-plated <" Euipoise 
Pig. 6068, Curved Vaginal Electrode, niekel-plated, ins sulated, to be used for 

stimulation with the faradic wave or surging sinusoidal current. weeeaeee O00 Bechew 
Fig. GO586. Dr. A. H. Goelet’s Bipolar Vaginal Electrode, nickel-p lated... 5... 4.00 Euclid 
Fig. 6116. Copper Ball Vaginal Eloctrode, For use with the positive ralyanie 

ourrent: for the treatment of menorrhagin. (See Neiswagner, figure. 2d.h.... 8:25 Eskimo 
Fig. 6216, Zine Ball Vaginal Electrode, for zine-mercury sient dary catnphoresis. 3,00 Euchre 
Fig. 6095. Neiawanger's Vaginal Cataphoric Electrode... si... 44. teeaee 2:60 -Eypicure 

I, consists of & perforated copper ball, mounted on ‘an insulated “tube, 

fitted with nozzle and cord tip connection, affording « means of applying the 

ox¥-chloride of copper together with a cataphoric dosage of o desired medicn 

ment. For the treatment of pyosalphins with the positive galvanic current, 

(See Neiswanger, figure 30, page 141.) 
Fig. 6160. Ur. White's Uterine Elevator Electrode... ,.. 5 yw iste ‘Stalerera piniactrete(sleieleds 5.25 Eulogy 


This electrode, when applied in connection with either a slow sinusoisdal 
current or an intermittent rapid sinusoidal current, is a most valuable means of 
restoring prolapsed uteri anil other fortis of uterine mal-position to normal poise, 

If the indifferent pad is placed over the second Jlombar vertebra. the 
results will be better than if over the abdomen, The metal port is a solid 
aluminum casting, finely polished, while the insulated portion is hard rubber. 
It can be attached to the ordinary universal wooden handle. 


A GOOD LUBRICANT FOR ELECTRODES 


Dr. C. 8. Neiswanger of Chicago, the eminent electro-therepentist, recommends the following ns 
A most satisfactory lubricant and one that does not interfere with the action of the eurrent: 

Take 1 oz, of the best white gum tragi¢canth, put intd 4 qtart mason jar and add 1 pint of water 
and 1 pint of glyeo-thy moline, or any other antiseptic solution: let stand until tragicanth is dissolved, 


NOTE! Any of the above electrodes with screw terminal, such ua No, 6009, No. 6068, No, 6160, 
ete., may be attached to a high frequency bandle for high frequency treatment, by using Adapter No. 
610 or No, 6411, 
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CERVICAL AND INTRA-UTERINE ELECTRODES 





6119 
Fig. GO1K, Cuy-Shaped Electrede for Uterus. This electrode consists of «an 
insulated stem supporting an insulated nickel-plated cup (to be filled with 
moist cotton und covered with gauze). and used to replace ond support the 
prolapsed uterus while it and its attachments are being stimulated by the 
furadi¢ or surging sinusoidal current. (See Neiswanger, figure 25, chapter 
Ma WGPD coeueeeers tapi Rie whale al aie el lalslaleie tee pe ee ne $4.00 Epistle 
Fig, 6004, Neiswanger's Cataphoric Cervix Flertrode. This electrode consists of 
a perforated hard rubber ball surrounding «a platinum terminal, which in use 
it vovered with moist cotton. Has been used in treating lucerations of the 
cervix with Thiosinamin with gratifying results....... rer ae -eecsae #40 Espionage 
Fig. 6091, Fitzhugh's Copper Electrode. This vlectrode consista of an insulated 
klem supporting a copper disc, shaped to fit over the external os, for the 
Treatment of erosions by copper cataphoresis with the positive galvanic current 3.50 lMnglish 
Fig. 6110, Dr: Goldspohns’ Copper Intra-Uterine Electrodes. per set of four, sizes 
12 to 20, French... Sve BE sty Sage Rnd a Np ding, ae . 6.50 Epilogue” 
Fic. B21, Price, one only rrr arr oF kee ee ee oe ee Cae ae ee ‘ . 1.75 Enlarce 
For the treatment of cervical eatarrh with the positive galvanic current. *" = 
(Seo Neiswanger, figure 22, page 196),) 
rig. 6099, Neiswanger’s Copper Intra-Uterine Electrodes, insulated tip and stem, 
per seh of four, ......6. : Rchce 4 elele eas POIIULW We ete or ae - 6.50 Enuipage 
Fig. 6198) Prise, one onl¥. ie eae as Cea TT pot ates ese so * 1.76 Entourage 
To prevent concentration of current at the point of the electrode. For 
use with the positive galvanic current, (See Nelswinger, juige 16.) 
Fig. 6115. Goelet’s Intra-Utertne Dilating Electrode, nickel-plated. To he used 
with the negutive galvanic or sinusoidal eurrent......... aie ‘tteecee ens O£265 Expedite 
Fig. 6117. Goelet’s Intra-Uterine Klectrode, pure copper, For the treatment of ; 
the positive ralvanie current. i see Neiswhinger, chapter ff 3.60) Emulate 


Fig. 6118, Govelet's Intra-Uterine Electrode composed of zine, Used for zine mer: 
cury amalgam cataphoresis, for escharotic effects in interuterine lesions, with 
the positive galvanic current (See Neiswanger, chapter T.)......2....-.. 2... 4.50 Empire 
NOTE! Any of the above clectrodes with serew terminal, such as No. 6016 and No. 6001 may be 

attached to a high frequency handle for high frequeney treatment by using Adapter No. 6510 or 

No. 6511, 
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6006 6007 6053 6150 
Fig. §006, Reetal Electrode, nickel-plated. To be used with the surging sinusoidal 
or farndic wave enurrent, to stimulate atonic colonic, or rectal muselea in the 
treatment of constipation... oc... 0. AP rrer a cklalalakesace belaterin ccs aon ok acne tea) al Eee ee 
Fig. 6007, Reetal Eleetrode, Insulated, Same us No, 6000 with insulated stem.... 2.00 
Fig. 6058. Copper Reetal Electrode for Hemorrhoids, For the treatment of hom- 
ornioids with the positive galvanic current, (See Neiswuanger, figure 26, . 
Chapter: 24)) . cease es St Ct ee eT a Ee ee eee 4.00 
Fig. 6u78. Dr, Mel Ro Waggoner’s Rectal Dilutors used with Rapid Sinusoidal Cur- 
rent for dilating sphinetor muscle, set of 2 sizes with binding posta for electrical 
COTO CEROTE ceo 55,2 sore Eee 6 PE PS opts ow Se pede iy n ale rie wie eee ae 4arese-e sen ia eee 5,00 
Fig, 6159. Dr. White's Bi-Polar Rectal Electrode. 2... 0.6.0 .086. irstieeeeee= 68,00 
This electrode connected with the sinuseidal current afferda powerful 
stimulation of the sneral sympathetic gonglia. It is invaliable in many pelyie 
disorders which are due to loss of tone of the aympathetic nervous ayetem, sich 
us eoustipation and allied conditions, wlerine displacement, prostatic trouble, 
enteroptosis, ete. : rea 7 
With this electrode the effects peculiar to "'Onrificial Surgery,’’ such as 
flushing of the capillaries, are réndily obtained by means of either the slow 
sinusoidal or the intermittent rapid sinusoidal current. ; 
The electrode comes apart for sterilizing, the cul showing manner in 
which it is re-assembled. 
Fig. 6085. Curved Rectal Electrode. To be used for high colonie or vaginal 
stimulation with the faradic wave or surging sinusoidal ocurrent............-. 3,00 
Fig. 6143. Copper Fistula Electrode. For the treatment of Fistulae with the 
positive galvanic current producing cupric cataphoresis, which has a powerful 
A i) 


antringent- and germicidal ‘effect. aces Sack a a ace elves ace eckece vce wala cca hee ba 


NOTE! Any of the above eloctrodea with screw terminal, such as No, 6006 and No. 6007 may 
be attached to a high frequency handle for high frequency treatment, by using Adapter No. 6510 or 


No. 6511. 
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PROSTATIC ELECTRODES 





6100 


6131 
Code Word 


Fig. 6131. Neiswanger’s Electrode for treating enlarged prostate gland and vest 
culitis, including gold beater’s bag... - 2. ee eee ee ee ee eevee $4.00 Epsom 
Fig, 6132, Extra Gold Beater’s Skin Bags for No. 6191, Tt eee Pibiels ih Krause 
This «electrode hans been successfully employed by Dr, C. 8S, Neiswanger 
for the application of beat and positive galvanism in prostatic treatment. 
' The technique in detail is as follows: TV lnace the patient in Sims’ position, 
Puta well wetted abdominal pad on the abdomen, held in position by the patient, 
Moisten gold benter’s skin in water until thoroughly wet end lubricate well with 
auvthing not no non-conductor, Introduce the electrode into the reetim to 
cover the gland, or until the bag in out of sight, and attach to the anode of a 
eonatunt current, the cathode being connected to the abdominal pad, Dissolve 
about a tablespoonful of salt in a pint of hot water and suspend inn fountain 
syringe about six feet from the floor. Never allow the bag to fill to its capacity. 
Tf you do, it may leak. Hold the rubber tube from syringe between the thumb 
and finger of the right hand and, with a watch in the left hand, allow the 
water to flow into the electrode five to six seconds. Turn on current from 4!) 
to 50 milliamperes and maintain for ten minutes. 
Fig. 6126. CC, W. Bowen's Prostate Electrode. To be weed with the Maradic Wave 
or Surging Sinusoidal Current, for massage of the prostitute gland........+)+- 
| Fig, 6100. Neiswanger’s Prostatie Cataphorie Electrode with galvanised fron wire 


= 


applicator for making applications to the prostatic urethra, os shown in ent.... 3.25 Essay 
Fi-, 6°00. Neiewnnger'’s Cataphoric Electrode, aame nus 100, with copper wire 

applicator, for application to entire urethra, with perforations covering full length 

Ce -RADTE |) alg Sibicis ic ab reiere ee rala lle ele cetd/sinia kia lavele minoie sie we'd 1s)4\ bine Hae teeweaeseea.s 200 ‘Erebus 
In a recent article on the Treatment of Hypertrophy of the Prostate, 

Strictures, etc., Dr. Neiswanger says: 
“Tn treating prostatic enlargements by the former process of using jodiny 

on the negative pole of the current, many difficulties were to be overcome and 

such care exercised in the technique that it was almost impossible for the 

physician wet an expert electro-therapeutist to use it successfully... The improved 

method of catapherie application of Thiosinamin, which was referred to in a 

recent article published in the ‘American Journal of Clinienl Medicine,” is much 

simpler and the results more certain, 
The same olectrode is employed that was. introduced by me several years 

since—see 6100 above. The applicator for this class of work was formerly 

maie of copper, but, for the newer method, galvanized iron wire is best suited, 

Abaorhent cotton is loosely wound around the applicator for ahout three inches, 

and after being saturated with the solution of Thiosinamin it is replaced in 

the hard-rubber receptacle ond introduced into the prostatic uretha, It is 

then attached to the positive pole of a constant current buttery and @ current 

gtreneth of ten milliamperes is allowed to flow for ten minntes. The negative 

ia the usual abdominal pad, Troatment is given every fourth day.”’ 

Fig. 6103. <Armstrong-Neiswanger Urethral Electrode, complete with copper, silver 

and winc-wité BPPTGHhOTds .2.2 5c ce eee err ee ey cawceeecvacuaee &00 Evident 
Dr, J. J. P. Armstrong's modification of Dr, Neiswanger’s electrode shown 

above intended for application of o solution of the respective metallic salts 

with the applicators of different metals furnished. Found very effective in 

treatment of chronie urethritis 


6.00 Exempt 


= 


_—— a= “ea 


Fig. 6208, Extra Copper Wire Applientor, each... seep ee ee eee eae . of Espinal 
Fig. 6308, Extra Zine Wire Applicator, each... -......c cece eee e nner rene s renee 76 Erskine 
Fig. 6404, Extra Silver Wire Applicator, eaeh..).. eee aah MRE eed ep er seoee L286 Estoppel 


Fig. 6300. Extra Galvanized [ron Wire Applicator, each... oo eee neuen eres see es 75 Evangel 
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6075 


6050. Metallic Sound, nickel-plated:......0..05.4. 60 ca euse ees. 8125 


HO75, Neiswanger'’s Urethral C utaphorie Blestrode, inechiding two 
olives, Nos. 18 and 24, Franth...ccenes dies Arb aire jel aa ateeNe Se 9.00 
Has been suceessfully emploved by Dr. Neiswanger for the 
cataphorie applieation of Thiosinamin in urethral strieture. The 
hard rubber olive has a hollow chamber to contnin moistened 

eotton making contact with a platinum terminal, 


6175, Hard Rubber Olive for above, size 18 French....,..,... . a5 
G275. Hurd Rubber Olive for above, size 24 Wrench......¢..... «85 
6021, Urethral Electrode, insulated with hard rubber..,........ . 1.50 
270, Assorted Olives, set of six, pure copper, to fit eleetrode,.,, 3.50 
HO70, Olives, nickel-plated, set of twelve, size 10-32 French seale 


to fit stem No. 6021, used for the treatment of urethral stricture, 
with the negative galvanic eurrent. (See Neiswanger, figure 26, 
chapter 24.) Onan also be used with the negative galvanie and 

the sinusoidal current, for the treatment of ivsmenorrhea and 4.50 
sterility. (See Neiswange r, figure 23, chapter 24,) 

6170. Separate Olives only, specify size, French senle, eaeh..... .35 
6109. Neiswanger’s Varicocele Electrode, To be used with the 
positive galvanic current, (See Neiswanger, figure 19, chapter 20.) 2.50 


NOTE! Any of the above electrodes with ecrew terminal, such as No. 6050 and No. 
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attached to a high frequency handle for high frequency treatment, by using Adapter No, 6510 or No. 6511. 
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6061 6107 6207 
H060, Hard Rubber WOGH1e JA OIGT ~ iiss sleds Seaec cece rs Yee $1.25 
HOG), Hard Rubber Needle Holder, with Interrupter............ 2. OF 
107, Hard Rubber Needle Holder, rownd................06.. . 1.00 
6207. Needle Holder with Magnifyi beh re Cr lS papier ia fer wb Va0d so 94a 4,50 


A very convenient device for use in epilation, The needle 
holder will receive any size needle, while the lens mav be adjusted 
to the proper focus hy means of the sliding sleeve on whieh it is 
mounted, 


COT. JIOPURlOM KOMGEDE sceaaekevaetamaleaserGsG eke sce. 100 


6146, Neiswanger’s Cataphorie Goitre Eleectrode................- 3.75 
For Neiswanger'’s latest applicntion of Thiosinamin in the 

treatment of goitre, in which he has been meeting with marked 

SUCCOSS, 

G147. Dr, Nice's Face Anaesthetizer, .....0..ece0nevewaeeneeenss oro 
Used with great satisfaction with adrenalin and cocaine for 

annesthetizing the face preparatory to the eleetrolytie removal 

of supertluous lair or treatment of blemishes, 

6148, -Er.. Hice’s Lin: Amaosthotiner. . .,..0.c0seaccneeevceepaeaiecen 2.25 
Used for the same purpose as above, but especially adapted 

to anaesthetizing the lip. 


Needles For Epilation 


6600. Sharp Steel Needles, per dozen... 5. ..e see ee cease cea 2.00 
6600. Sharp Steel Needles, cach ......000c80e ers ee ce weess ieee 16ke 
6601. Hayes* Bulbous Pointed Steel Needles, per dozen......... 2.50 


6601, Haves’ Bulbous Pointed Steel Needles, each .....-...... 25 
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Fig, G01, Massage Moller, ninteabil i 
Fig. 6128. Bipolar Roller, for Fa ir Bi 
Fig. $085. Hair Brush bie rode eg 
Fig, 6141, Sanitary Hnir Brust cones cy! cre 
A most nnmiqie epee are |: entr wit 
it offers a number of pee ee “aver 
electrode, chiof of whith are the tural 
the case with which it can be-rendore iy | 
Fig. HO15. Comb Klectrode,. without, latdl et 
Wig, G15. Comb Blectrets, iwelnding Tisiyc) i nal Wi 
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be attache ‘J to our rewuiliur. Universal priv 
sterilized in boiling witer," = =. ee 4 s 
Vig, 6142, Carbon Cylinder Blot rode... iy tae v li ; 
A very convenient Carbon - Elueprode, apeaiaire Shited | 

applic ations with the positive poles Rane 5 inehes hey ligt a 
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